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ALL VOLTAGES MEASURED UNDER FOLLOWING CONDITIONS: 

1- USE OF II MEGOHMS INPUT IMPEDANCE VTVM VOLTMETER. 

2- AL L VOLTAGES +10%, WITH RESPECT TO GROUND 

3- A C. INPUT AT 117 V 50-60CPS. 

4- NO SIGNAL AT INPUT TERMINALS. 

5- MODE SELECTOR AT TEST POSITION 


UN ESS OTHERWISE SPECIFIED 
ALL RESISTORS IN OHMS, ^ W, 1C 
ALL CAPACITORS IN MFD 
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